Failure of continuous intravenous heparinization to prevent stroke in a pregnant woman with a prosthetic valve and atrial fibrillation. A case report.
Adequate heparinization is considered to prevent stroke in pregnant women with prosthetic heart valves. A 21-year-old pregnant woman with a Starr-Eduards prosthetic mitral valve and atrial fibrillation experienced repeated cerebral embolic events despite full heparinization.